An expired gas collection and disposal system.
An expired gas collection and disposal system based on an independent suction pump is described. The halothane concentration in the atmosphere was measured, with and without the system. The increase of halothane concentration was limited to 1 p.p.m. above the theatre basal value with the system in use, and 5 p.p.m. when no venting was used.